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A summary of 51 0(k) safety and effectiveness information in accordance with the
requirements of 21 CFR 807.92. ADD-Vantage ADDaptor TM vial adapter transfer
device

Subitte6rInformation r
Name Hospira, Incorporated

Address D-393, Bldg. H2
275 North Field Drive
Lake Forest, IL. 60045

Phone number (224) 212-5316
Fax number (224)-212-5401
Establishment Owner/Operator #9063339
Registration Number Establishment registration number #3005579246

Name of contact Karen Keener
person
Date prepared October 01, 2013

Name of device

Trade or proprietary ADD-Vantage ADDaptor TM

name
Common or usual Binary connector transfer device
name
Classification name Set I.V., Fluid Transfer

Classification panel Class 11

Regulation 21 CFR-Part-880.5440

Product Code(s) LHI
Legally marketed B. Braun addEASE
device(s) to which (K090905)
equivalence is claimed
Reason for 51 0(k) Accessory to the ADD-Vantage system which will
submission allow the use of a standard 20mm powdered drug

vial to be used with the ADDVantage diluent bag.

Device description ADD-Vantage ADDaptor TM vial adapter transfer
device is a double ended vial transfer device which
allows the use of a 20mm single dose standard drug
vial, to be connected to an ADD-Vantage diluent
container bag.
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Intended use of the The ADD-Vantage ADDaptor TM 2O mm binary
device connector is a double ended transfer device

intended for use in a pharmacy setting or patient
care area, by trained clinicians, to connect an ADD-
Vantage diluent solution bag to a 20 mm drug vial for
reconstituting or mixing the drug in the vial with the

____________________ solution in the bag.

fSurmary of the technr-ological-characteristics of the device compared to theJ

Characteristic Predicate Device Proposed Device
Intended Use Vial Transfer of Lyophilized Same

Molecule(s)
Transfer adapter Vial 20mm Same
Type
Diluent Bag B. Braun Diluent Containers ADD-Vantage Diluent

Container(s)
Device components Transfer Adapter Same

Sterile Cap Qty 2 Same
Vial Access Plastic Spike Same
Vial Retention Plastic Snaps/Grips Same
Diluent Bag Needle (l7gauge) Threads, Face Seal
connection
Reconstitution Milking of system Same
Transfer Adapter Polycarbonate ABS-White,

________________Polypropylene- purple

Sterile Caps Material Not Available Low density polyethylene
(L D PE)

Manufacturing Assume Ultrasonic Welding Same
Assembly _______________________ ___

Manufacturing Assume Ultrasonic Welding Interference fit sterile caps
Assembly
Sterilization Gamma Same
Biocompatibility Assumne 10993-1 Per 10993-1
Principle of Same Same
Operation
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Sumnmary ofp II niiAl tes.ts conductiddfor determina-tiotV-of. substantial.'
U equivialenc 2

Performnance Test, Summirary-New' Device- J,_____

Characteristic Standard/Test Standard ITest Title Device
Method Performance

Biocompatibility ISO 10993-1 :2009/ Biological evaluation of Pass
AC 2010 medical devices- Part 1:

Evaluation and testing
within a risk

______________management process

Biocompatibility ISO 10993-5: 2009 Biological evaluation of Pass
medical devices- Part 5:
Cytotoxicity

Biocompatibility ISO 10993-10: 2010 Biological evaluation of Pass
medical devices- Part 10:
Sensitization/ Irritation /

______________Intracutaneous Reactivity
Biocompatibility ISO 10993-11:2006 Biological evaluation of Pass

medical devices- Part 11:
Systemic Toxicity (Acute)

Biocompatibility ISO 10993-4: 2002 Biological evaluation of Pass
AC: 2006 medical devices- Part 4:

Hemocompatibility
Sterilization ANSIIAAMIIISO Sterilization of health Pass

11137-2:2012 care'product-Radiation-
Establishing the
sterilization dose

Sterilization ANSI/AMF/lSO Sterilization of medical Pass
11737-1:2006 devices- Microbiological

methods- Parti:
Estimation of population
of microorganisms on
products.

Sterilization ANSI/AAMI/lSO Sterilization of medical Pass
11737-2:2009 devices- Microbiolog icalI

methods- Part 2: Tests of
sterility performed in the

_______________________________ definition, validation and
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maintenance of a
sterilization process

Performance ISO 8536-4 :2010 Infusion Equipment for Pass
medical use - Part 4:
Infusion sets for single
use, gravity feed

Performance ISO 8536-6: 2009 Infusion equipment for Pass*
medical use - Part
6:Freeze drying closures
for infusion bottles

Sumary discusion of Bench Performance Data
The ADD-Vantage ADDaptor TM vial adapter transfer device has passed all
specified test requirements.
The validation and verification testing have confirmed these devices meet user
needs and design inputs for a vial adapter.
Testing also confirmed physical attributes and device performance meets
requirements of the standards listed in the "Performance Test Summary-New
Devices" table above. These standards address sterility, biocompatibility, and
particulate.

Obilsons drawnftfi'hri-lihnical andclirIicald~t 4R,

Statement of Safety and Efficacy:
The ADD-Vantage ADDaptor TM vial adapter transfer device

meets the functional claims, and intended use as described in the product labeling.
The safety and effectiveness, are substantially equivalent to the predicate B. Braun
addEASE 20MM Binary Connector cleared under 510(k) K090905 April 27, 2009.

Nov. 22, 2013 Page 4 of 4

19



DEPARTMENT OF HEALTH & HUMAN SERVICES Public Healt Service

Food and Drug Adminisnrtion
10903 New Haipshiz, Avenue
Documnent Comurol center - W066-G609
Silver Spring, MD 20993-0002

January 24, 2014

Hospira, Incorporated
C/O Ms. Karen Keener
Regulatory Affairs
275 Field Drive, D-393, Bldg H42
LAKE FOREST IL 60045

Re: K133602
Trade/Device Name: ADD-Vantage ADDaptor
Regulation Number: 21 CFR 880.5440
Regulation Name: Set I.V., Fluid Transfer
Regulatory Class: II
Product Code: LHI
Dated: November 25, 2013
Received: November 26, 2013

Dear Ms. Keener:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act.

The general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind you; however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.



Page 2 - Ms. Ferguson

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CER 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
go to httc)://www.fda.gov/AboutFDA/CentersOffces/CDRH/CDPH-Offices/ucm II 5809.htm for
the Center for Devices and Radiological Health's (CDRI-'s) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification" (2 1 CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
http://www.fda.eov/MedicalDevices/Safetv/ReporaProblem/default.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fda.gov/MedicalDevices/ResourcesforYou/industr/default.htm.

Sincerely yours,

Kwapif U e rfo

Enin 1. Keith, M.S.
Acting Division Director
Division of Anesthesiology, General Hospital,

Respiratory, Infection Control and
Dental Devices

Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



DEPARTMENT OF HEALTH AND HUMAN SERVICES Form Approved: 0MB No. 0910-0120

510(k) Number (if known)
K 133602

Device Name
ADD-Vantage ADDaptorM4ViaI Adapter transfer device

Indications for Use (Describe)
The ADD-Vantage AD)Daptor h2O mm binary connector is a double ended transfer device intended for use in a pharmacy setting or
patient care area, by trained clinicians, to connect an ADD-Vantage diluent solution bag to a 20 mm drug vial for reconstituting or
mixing the drug in the vial with the solution in the bag.

Type of Use (Select one or bath, as applicable)

[& Prescription Use (Part 21 CFR 801 Subpart 0) El Over-The-Counter Use (21 CFR 801 Subpart C)

PLEASE DO NOT WRITE BELOW TIS LINE - CONTINUE ON A SEPARATE PAGE IF NEEDED.

Concurrence of Center for Devices and Radiological Health (CORH) (Signature)

=--, , /y" -,Digitally signed by Richard C.
Chapman

11ij ut L-- 5"oDate: 2014.01.24 16:13:36 -05'0O'
FORM FDA 3881 (1/14) Page 1 of 2 Er



This section applies only to requirements of the Paperwork Reduction Act of 1995.
*D0 NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW.*

The burden time for this collection of information is estimated to average 79 hours per response, including the
time to review instructions, search existing data sources, gather and maintain the data needed and complete
and review the collection of information. Send comments regarding this burden estimate or any other aspect
of this information collection, including suggestions for reducing this burden, to:

Department of Health and Human Services
Food and Drug Administration
Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PRAStaff@fda.hhs.gov

'An agency may not conduct or sponsor, and a person is not required to respond to, a collection of
information unless it displays a currently valid 0MB numb er"
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